PSNet

PATIENT SAFETY NETWORK

Ambulance stretcher adverse events.

June 17, 2009

Wang HE, Weaver MD, Abo BN, et al. Ambulance stretcher adverse events. Qual Saf Health Care.
2009;18(3):213-216. doi:10.1136/qshc.2007.024562.
https://psnet.ahrqg.gov/issue/ambulance-stretcher-adverse-events

This study analyzed more than 670 reported adverse events during ambulance transport and discovered
that stretcher collapse was the most common cause. While events occurred mostly during unloading of the
stretcher from the ambulance, injuries ranged from mild sprains to traumatic brain injuries and death.
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