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Analysis of critical incidents involving anesthesia equipment failure found that the vast majority of incidents

did not lead to patient harm.


https://psnet.ahrq.gov/issue/critical-incident-reports-concerning-anaesthetic-equipment-analysis-uk-national-reporting-and
https://psnet.ahrq.gov/issue/critical-incident-reports-concerning-anaesthetic-equipment-analysis-uk-national-reporting-and
https://psnet.ahrq.gov/issue/failed-spinal-anaesthesia-mechanisms-management-and-prevention

