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Use of incompletely cleaned medical devices has been linked to health care–associated infections.

Drawing from reports submitted to the FDA regarding infections related to reprocessed flexible

bronchoscopes, this announcement offers recommendations to enhance the reliability of scope sterilization

methods.
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