
Improving infusion pump safety through usability testing.

May 31, 2017

Miller K, Arnold R, Capan M, et al. Improving infusion pump safety through usability testing. J Nurs Care

Qual. 2017;32(2):141-149. doi:10.1097/NCQ.0000000000000208.

https://psnet.ahrq.gov/issue/improving-infusion-pump-safety-through-usability-testing

Usability testing is an important step toward safely integrating new technologies into medical practice. This

commentary describes the testing processes used for an infusion pump integration initiative. The authors

highlight the importance of proactively identifying and addressing potential failures when introducing new

equipment.
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