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The Case

An otherwise healthy 49-year-old man with atrial fibrillation was scheduled for ablation in the catheterization
laboratory under general endotracheal anesthesia. The procedure lasted 7 hours. Per American Society of
Anesthesiologists guidelines, monitoring included continuous electrocardiography, oxygen saturation, end
tidal carbon dioxide, as well as noninvasive blood pressure (NIBP) measurement every 5 minutes. The
patient was extremely stable with values hardly changing over time. Inadvertently between 4 PM and 5 PM,
the NIBP stopped "cycling," but this was not recognized. When the attending anesthesiologist took over the
case at the end of the certified registered nurse anesthetist's (CRNA) shift, she noticed that the "graphic
trends" tab on the monitor had a straight line for heart rate and oxygen saturation (indicating no change
over time) and a blank space for the NIBP. A lookup of numerical trend was done and it showed that the
last NIBP recording was more than 60 minutes earlier. After discovering the error, the case continued
without any problem. The patient was extubated and discharged home the next day as planned. The
patient was informed about the mistake and he accepted it as human error.

Reviewing the case revealed that certain safety checks that are routine in the operating room (OR) do not
routinely occur in the cardiac catheterization laboratory setting in this hospital. First, OR attending
physicians are expected to frequently check the progress of the case. Second, the automated anesthesia
record in the OR shows "blank" if there are no new NIBP recordings. Third, the OR doctors' work area has
a central monitor feed that the attendings watch when they do paperwork. Fourth, the OR monitors "gray"
out NIBP value if the cuff is not cycling. These features are not in place for out-of-OR cases. In addition, the
monitor for the catheterization laboratory was a different make and model from those in the OR, and the
CRNA was unfamiliar with the menu and knobs. The anesthesia record was manual, and the CRNA kept
documenting the same reading for a whole hour. Human factors such as fatigue and lack of vigilance in a
very stable case also contributed to the error.

The Commentary
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In the presented case, the certified registered nurse anesthetist (CRNA) neglected to cycle the noninvasive
blood pressure (NIBP) cuff for more than 1 hour during an atrial fibrillation ablation procedure in the
catheterization laboratory. This meant that a significant period of time passed with no new blood pressure
values being measured; however, the patient's blood pressure was documented as unchanged in the
anesthetic record. Gaps of more than 10 minutes between successive blood pressure measurements are
quite common, occurring in 1.5%-7% of all anesthetics.(1) Although the patient in this case did not appear
to experience any harm from this lack of vigilance (2), this conclusion cannot be definitive as the patient's
blood pressure was not known during this monitoring window. Moreover, the fact that the patient likely had
no serious adverse effects was good fortune—had the blood pressure fallen during the procedure and the
clinicians remained unaware, serious harm could have resulted. This error is a near miss.

A second error in this case was that the previous ("stale”) blood pressure value was documented as a new
measurement, reflective of the current state of the patient's physiology, when in fact no new measurement
had been obtained. Documenting a value when it wasn't measured is the opposite of the commonly
occurring problem where a measurement or clinically relevant observation was not documented. Lack of
documentation is more prevalent during manual record-keeping than with electronic data capture.(3)

The American Society of Anesthesiologists standard for patient monitoring during anesthesia is
independent of location. It simply states that "During all anesthetics, the patient's oxygenation, ventilation,
circulation and temperature shall be continually evaluated" and requires blood pressure measurements at
least every 5 minutes.(4) Given the common remoteness of other areas in which anesthesia is given—such
as intervention radiology and the cardiac catheterization laboratory—from the general operating rooms, it
may be advisable to have extra emergency equipment and an additional anesthesia professional close at
hand (5), as support from the core anesthesia locations may not be readily available enough in the event of
an emergency. Indeed, there is a higher risk of adverse outcomes in these locations which could be
prevented with the use of better monitoring.(6)

As in this case, the anesthesia machines and patient monitors in the non-operating room setting are often
of different makes, models, and configurations than those in the core operating room locations.(7) Lack of
familiarity with equipment may have contributed to the CRNA's oversight of the lapse in NIBP cuff cycling
and consequent update of values on the monitor, as the patient monitor behaved differently than the
monitors commonly used in the operating rooms. It is quite possible that a user intimately familiar with this
patient's monitor would have identified, and rectified, this problem immediately—as did the attending
anesthesiologist. Insufficient familiarity with equipment has long been recognized as a contributing cause
for preventable incidents (8), and combined with other human error may result in patient harm.(9) Finally,
over-reliance on automated technology may give a false sense of security and safety and result in
boredom.(10)

Checklists, which can improve safety in the operating room by reducing failure to perform certain tasks (
11,12), would likely not have helped for the repetitive task of verifying that the NIBP cuff is still cycling
intermittently. As pointed out in the case report, most patient monitors gray-out stale blood pressure values
or at least show their age, and the device also could have alerted the CRNA to the fact that the blood
pressure has not been measured for a defined period of time. However, having a "stale blood pressure
alert,” which might seem like a logical solution, could lead to an increase in alarm fatigue.(13) Also,
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common situations (1) such as patient position changes, presence of invasive catheters for blood pressure
measurement, or wait periods before post-anesthesia care unit transfer might warrant discontinuing
constant blood pressure measurements. Hence, a stale blood pressure alert would likely decrease patient
safety instead of improving it. If the patient monitor had simply stopped displaying the stale blood pressure
value, it would be more likely to draw the CRNA's attention. Finally, if there was no simple indication by the
patient monitor that the NIBP cuff wasn't cycled for a period of time, it should be removed from service in
this location to prevent this error from reoccurring.

Another approach to preventing this error would be to use the electronic anesthesia record to identify the
problem. Decision support features within the anesthesia record could alert providers that neither NIBP cuff
blood pressure measurements nor alternate measurements (such as from an arterial line) are currently
being obtained.(14) In the presented scenario, such decision support may have led to better situational
awareness and helped clinicians identify this patient's problem earlier. This is merely one of a number of
potential opportunities for decision support within an anesthesia information management system, such as
detecting drug overdose based on hemodynamic responses (15), antibiotic administration compliance, and
postoperative nausea and vomiting prophylaxis.(16) However, using an electronic anesthesia record by
itself is not without problems, as failure to detect loss of connectivity between the patient monitor and
electronic anesthesia record system has led to litigation.(17)

In the presented case, a simple reminder ("check if NIBP is cycling—value not grayed out as in main OR")
might have been sufficient to prevent this event—pointing out the difference between this patient monitor's
behavior and the commonly used patient monitors in the core operating room with respect to blood
pressure measurement. Additional training to familiarize providers with the equipment used in the
catheterization laboratory or magnetic resonance imaging scanner is especially important, due to the
remoteness of the procedure location and lack of direct supervision and/or immediately available help, and
should be considered before allowing practice in these settings, as well as periodic updates. Finally, a
decision support alert from the electronic anesthesia record would likely have prevented this error from
occurring in the first place.

Take-Home Points

¢ Anesthesia machines and patient monitors commonly differ between the non-operating room and
core operating room settings. Familiarity with these devices and emergency equipment is of great
importance in these remote settings as help or support may be less available. Harmonized monitor
design within a hospital would alleviate this risk.

¢ Older devices with less safety enhancements are often relegated to non-operating room settings.
This may pose safety hazards.

e Interruptions in blood pressure measurements from the NIBP cuff frequently occur during anesthesia
and can be reduced by optimized monitor design or using reminders from an anesthesia information
system.

¢ Electronic anesthesia records capture more relevant clinical data, contain less "smoothing" of
documented vital signs, and allow the use of decision support systems to alert anesthesia providers
of potential problems while providing solutions for consideration.
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Figure: Example of an anesthetic record showing NIBP measurements missing for approximately 15
minutes.(18)


http://www.ncbi.nlm.nih.gov/pubmed/22967162
http://www.ncbi.nlm.nih.gov/pubmed/20966440
http://www.ncbi.nlm.nih.gov/pubmed/20966440
http://www.ncbi.nlm.nih.gov/pubmed/23283561
http://www.ncbi.nlm.nih.gov/pubmed/23283561
http://www.ncbi.nlm.nih.gov/pubmed/24247227
http://www.ncbi.nlm.nih.gov/pubmed/23239213
http://www.ncbi.nlm.nih.gov/pubmed/16717328
http://www.ncbi.nlm.nih.gov/pubmed/22190558
https://psnet.ahrq.gov//#references

NIBP cuff
v measurements .

. 9= %
j (B8] [5RESR 54 . missing here T

*‘-I MEF

r ¥ Y .?‘}ﬁHrJ
Lobd __'ll FY Jl
s+ * 1

HR

This project was funded under contract number 75Q80119C00004 from the Agency for Healthcare
Research and Quality (AHRQ), U.S. Department of Health and Human Services. The authors are solely
responsible for this report’s contents, findings, and conclusions, which do not necessarily represent the
views of AHRQ. Readers should not interpret any statement in this report as an official position of AHRQ or
of the U.S. Department of Health and Human Services. None of the authors has any affiliation or financial
involvement that conflicts with the material presented in this report. View AHRQ Disclaimers



https://www.ahrq.gov/policy/electronic/disclaimers/index.html

